A complication of continuous upper pouch suction in esophageal atresia.
The use of a plastic sump catheter for continuous suction of the blind upper pouch in esophageal atresia has been widely accepted since the method was first described. The following case illustrates a complication which resulted from the use of such a catheter, namely, perforation of the upper pouch.